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Aims To test recommended implantable cardioverter defibrillator (ICD) follow-up methods by 'in-person evaluations' (IPE) vs. 

'remote Home Monitoring' (HM). 

Methods ICD patients were randomized 2:1 to automatic HM or to Conventional monitoring, with follow-up checks scheduled at 

and results 3, 6, 9, 12, and 15 months post-implant. Conventional patients were evaluated with IPE only. Home Monitoring patients 

were assessed remotely only for 1 year between 3 and 15 month evaluations. Adherence to follow-up was measured. 
HM and Conventional patients were similar (age 63 years, 72% male, left ventricular ejection fraction 29%, primary pre- 
vention 73%, DDD 57%). Conventional management suffered greater patient attrition during the trial (20.1 vs. 14.2% in 
HM, P = 0.007). Three month follow-up occurred in 84% in both groups. There was 100% adherence (5 of 5 checks) in 
47.3% Conventional vs. 59.7% HM (P < 0.001). Between 3 and 15 months, HM exhibited superior (2.2 x) adherence to 
scheduled follow-up [incidence of failed follow up was 146 of 2421 (6.0%) in HM vs. 145 of 1098 (1 3.2%) in Conventional, 
P < 0.001] and punctuality. In HM (daily transmission success rate median 91%), transmission loss caused only 22 of 2275 
(0.97%) failed HM evaluations between 3 and 15 months; others resulted from clinic oversight. Overall IPE failure rate in 
Conventional [1 93 of 1 841 (1 0.5%) exceeded that in H M [97 of 1 484 (6.5%), P < 0.001 ] by 62%, i.e. H M patients remained 
more loyal to IPE when this was mandated. 



Conclusion 


Automatic remote monitoring better preserves patient retention and adherence to scheduled follow-up compared 




with IPE. 
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Introduction 

Cardiac implantable electronic devices (CIEDs) are increasing in 
prevalence in response to widening indications. The implant — not 
an end goal in itself — initiates an indefinite commitment to manage 
both the device and patient condition being treated, and these 



needs may change with time. By definition, most CI ED recipients con- 
stitute a high-risk population demanding close attention. Hence, 
post-implant monitoring is important. However, follow-up schedules 
vary according to facility, physician preference, and available 
resources. 1 Analysis of Medicare beneficiaries from 2005 to 2009 
showed that most patients receiving a new CIED were not seen at 
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all within 3 months, and almost a quarter of patients not reviewed in 
the year after implant. 2 The consequences of defaulting were vividly 
illustrated by the comparative survival advantage gained by those 
patients who did adhere to prescribed follow-up. 3 To address incon- 
sistent clinical practice, professional organizations outlined a 
minimum frequency of follow-up, in the form of regular periodic 
'in-person' or 'remote' assessments. 4 However, the efficacy of each 
of these methods, and their equivalency (implicit in this statement), 
had not been determined then. This has implications for patient se- 
curity and clinic workflow organization, and for regulatory bodies 
seeking establishment and/or reimbursement for remote patient 
management. 5 Potential limitations exist. Patient-dependent follow- 
up is notoriously subject to non-compliance. 6 On the other hand, 
successful remote management may be determined by the technol- 
ogy (reliability and ease of use), and ability to reconfigure clinic 
workflows. Different operating characteristics among different 
proprietary technologies generate further complexity. Thus, al- 
though remote management is appealing, its role in clinical practice 
remains largely undefined, even more so as functional distinctions 
are drawn between remote follow-up and remote monitoring. 7 
Prolonged remote management without scheduled in-person eva- 
luations (IPEs) potentially arouses concern, and remains unevaluated. 
Lack of these data significantly impedes wider acceptance and adop- 
tion of this innovative technology. 

The TRUST trial previously reported clinic efficiencies ensuing 
from remote patient management. 8 In the current analysis, we exam- 
ined the comparative efficacy of in-person vs. remote management 
specifically regarding achievement of the core guideline objective 
of maintaining structured follow-up. Thus, we tested the trial hypoth- 
esis that remote management would more effectively achieve the key 
aims of patient retention, and adherence to and punctuality of regular 
periodic assessments. 9 

Methods 

TRUST, a prospective randomized multi-centre clinical trial, compared 
the safety and utility of automatic remote Home Monitoring (HM) 
in implantable defibrillator recipients compared with Conventional 
in-person follow-up. Home Monitoring is a proprietary remote monitor- 
ing system, using an antenna within the pulse generator to wirelessly 
transmit stored data daily to a bedside transceiver for relay telephonically 
(cellular and/or landline) to a service centre for automatic processing and 
online review. High-fidelity transmission was demonstrated in pilot 
studies. 10 Alert notifications were set for missed transmissions for >3 
days. TRUST was an investigator-initiated clinical trial designed by a steer- 
ing committee consisting of physicians (also serving as investigators) in 
collaboration with the sponsor. 9 The protocol was written by the princi- 
pal investigator and sponsor. All hypotheses and data queries were 
initiated by the principal investigator without sponsor involvement. 
The safety and efficacy of HM to reduce overall clinic burden (45% reduc- 
tion of scheduled and unscheduled evaluations) relative to conventional 
care during 12 months of continuous monitoring have been reported 
previously. 8 The objectives of the current analysis were to specifically 
test and compare efficacy and implementation of scheduled implantable 
cardioverter defibrillator (ICD) follow-up with either conventional or 
remote management strategies, according to recommendations, and to 
identify sources of failure. This was performed during 15 months of post- 
implant follow-up which, in HM-treated patients, included a full year of 
continuous monitoring without any scheduled IPE (Figure 1). 



The trial design was reported previously. 8 ' 9 Briefly, patients were ran- 
domized post-implant 2:1 to either HM or conventional care with remote 
monitoring disabled. Follow-up evaluations were scheduled at 3, 6, 9, 12, 
and 15 months post-implant in both groups (Figure 7). Conventional 
patients were assessed in-person only. In this case, successful follow-up 
depended on coordination between patient and clinic. Home Monitoring 
patients were assessed remotely at identical time points. Three and 15 
month checks in HM were followed by in-person visits, maintaining the 
first post-implant office visit and the minimum yearly face-to-face exam- 
inations according to recommendations. 4 Six, 9, and 12 month checks 
were remotely accessed, and thus dependent on successful data delivery 
coupled to timely clinic download. Transmission reliability of the remote 
technology was assessed by the number of days during which remote 
transmissions were received per patient relative to total possible, i.e. 
daily until study exit. Familiarity with technology was assessed by site ex- 
perience of HM prior to first enrolment. Site participation in TRUST did 
not include training in handling of patients assigned to remote manage- 
ment with HM. The ability to implement recommended scheduled 
follow-up was measured by adherence and punctuality to the protocol- 
specified evaluations in each study arm during the course of the trial. 
Failure (and its underlying reason) was reported as a protocol deviation. 
Adherence to the first 3 monthly post-implant check, common to both 
study arms, was determined. 

Patients following up at least once during the trial (scheduled or un- 
scheduled, including those who may have missed their 3 month evalua- 
tions) were then assessed for retention to follow-up and adherence 
(including punctuality) to all recommended scheduled checks. The 
impact of geographical constraints on patient retention was assessed 
by comparing proportions of exited subjects (excluding death) residing 
>50 miles or >60 min from the clinic. To directly compare the two 
follow-up methods of in-person vs. remote methods of scheduled eva- 
luations, we measured the proportion of missed in-person visits in Con- 
ventional vs. number of failed remote evaluations in HM at 6, 9, and 12 
months, i.e. during 1 year. Pre-specified reasons for unsuccessful HM 
check were transmission failure and clinic oversight. These proportions 
were analysed. For those resulting from transmission loss, the time 
taken for their correction was measured. The converse situation was 
tested by assessing the incidence of successful HM checks backing up 
appointed in-person failures at the 3 and 15 month time points, i.e. 
when protocol specified a combined HM and in-person check. 

Finally, since the purpose of follow-up is to maintain patient engage- 
ment with clinic services, we assessed incidence of failure to attend man- 
dated IPEs in HM (3 + 15 months) compared with Conventional (3, 6, 9, 
12, and 15 months). 

Analysis and statistics 

Four patients with Sprint Fidelis lead crossed over from Conventional to 
HM on advisory notification, but were analysed as Conventional 
(intention-to-treat). Continuous variables were summarized as means 
and standard deviations, and categorical variables in frequency distribu- 
tions. Group differences were compared with Student's t-tests. 

Results 

One hundred and two study sites enrolled 1450 patients from 
November 2005 to February 2008. 56.9% of sites had used HM for 
> 1 year, and 25.5% were HM-nai've within 90 days of first enrolment. 
One hundred and eighty-five (12.8%) of patients were followed in 
academic centres and 1265 (87.2%) in community hospitals. Nine 
hundred and seventy-seven patients were enrolled in HM vs. 473 in 
Conventional care. Of these, 824 (84.3%) in HM received a 



Automatic remote monitoring of ICD follow-up 



1347 



Analysis of Follow-up 



In Office Follow-Up 
— (— Remote Follow-Up 

f Remote followed by 
In Office Follow-up 



Conventional (HM Disabled) 



Randomization 1:2 




Remote Monitoring (HM) 

-t— I 



Enrollment 



3 m 



6 m 



9 m 



12 m 15 m 



Definition 


Conventional 


Remote Monitoring 


Adherence to scheduled follow up 


Evaluation ±30 days of appointment 


Evaluation ± 30 days of appointment 


Analyses 


Success of 3 month evaluations 


In-person 


In-person 
(Remote only) 


Between 3 and 15 months 


Exclusively in person 


Exclusively remote 


Remote Monitoring Back-up 




% of missed in-person evaluations 
at 3 and 15 months that were backed 
up by remotely acquired data 


Failure of evaluations in remote 
monitoring 




1 . Device clinic oversight 

2. Transmission failure 


Success of mandated in-person 
evaluations 


% of completed in person 

evaluations (3, 6, 9, 12, and 15 months) 


% of completed required in person 
evaluations (3 and 15 months) 



Figure I TRUST trial: post-implant follow-up scheme for 15 months. Three monthly (total 5) guideline-based 4 evaluations were prescribed in 
both study arms. All were in-person (IPE) in Conventional. In Home Monitoring, evaluations were always remote, but at 3 and 15 months were fol- 
lowed by in-person, i.e. remote management was exercised solely for the interim 12 months. 



3 month follow-up evaluation compared with 401 (84.7%) in Con- 
ventional care (P = 0.88; Figure 2). In HM, 94.6%ofthese remote eva- 
luations were followed by IPEs but, in 46 of 824 (5.6%) cases, only 
remote checks were performed since patients failed to show (proto- 
col deviation). Eighty-four HM and 30 Conventional patients did not 
have a 3 month evaluation but had at least one follow-up during the 
course of the study (P = 0.15). 7.1% HM and 8.9% Conventional 
patients never followed after enrolment (P = 0.25). 

Of enrolled patients, 908 of 977 (92.9%) HM and 431 of 473 
(91.1%) Conventional patients completed at least one scheduled 
follow-up at some time point during the trial (P = 0.25). Patient 
characteristics in these groups were similar, though ischaemic heart 
disease was slightly more prevalent in Conventional (Table 1). 
Mean time from implant to first office visit was 104 + 65 days in 
HM vs. 99 + 44 days in Conventional (P = 0.21). Mean follow-up 
durations were 407 + 103 (range 21-617) days for the HM group 
and 399 + 111 (range 32-582) days for Conventional (P = 0.17). 



Mean follow-up times were <15 months because of the + 30 day al- 
lowable window around the 15 month visit and subjects who with- 
drew during the study. Mortality rate did not differ between groups 
over 15 months of follow-up [HM vs. Conventional: n = 36 (4.0%) 
vs. n = 21 (4.9%), P = 0.47]. Patient attrition (withdrawal and lost 
to follow-up) during this 15 month period with Conventional care 
was 87 of 431 (20.1%) compared with 129 of 908 in HM (14.2%, 
P = 0.007), i.e. HM improved patient retention significantly. This 
was not due to distance from the clinic: 15.9% (22 of 138) of HM 
patients residing >50 miles away exited compared with 22.1% (15 
of 68) of Conventional (P = 0.34), and if >60 min from clinic 
18.9% (18 of 95) HM vs. 21.2% (7 of 33) Conventional subjects 
exited the study (P = 0.80). 

Scheduled checks were completed more often in HM. There was 
100% adherence to the five appointed checks (3, 6, 9, 12, and 15 
months) in 542 (59.7%) of HM vs. 204 (47.3%) in Conventional 
patients (P < 0.001). Similarly, when considering the year following 
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Figure 2 Conventional vs. Home Monitoring success rates compared. 



Table I Patient Demographics 





HM 


Conventional 


P 




(n = 908) 


(n = 431) 


value 


Age at enrolment 


63.3 + 12.8 


64.0 + 12.1 


0.365 


(years) 








Gender: male 


72.0% 


73.1% 


0.695 


ICD indications: 


72.2% 


73.8% 


0.599 


prophylactic 








LVEF% (within last 


29.0 + 10.7 


28.5 + 9.8 


0.497 


12 months) 








Patients with CAD 


64.8% 


71.7% 


0.013 


Dual-chamber 


57.8% 


56.6% 


0.679 


implants 








P-Blockers 


79.6% 


76.3% 


0.176 


ACE 


42.8% 


46.4% 


0.239 


ARBs 


7.7% 


9.5% 


0.289 



P: statistical comparison between study arms. 

LVEF, left ventricular ejection fraction: CAD, coronary artery disease: ACE, 
angiotensin converting enzyme inhibitor: ARB, angiotensin receptor blocker. 



the initial 3 month evaluation during which HM patients were com- 
pletely remotely managed, there was 100% adherence to the four 
appointed checks (6, 9, 12, and 15 months) in 568 (62.6%) of HM 
vs. 212 (49.2%) in Conventional patients (P < 0.001; Figure 2). 
Thus, HM secured a >25% greater adherence to all recommended 
follow-up evaluations. 93.5% HM vs. 90.7% Conventional (P = 
0.07) patients were evaluated at least once more until trial conclusion 
but 59 (6.5%) HM patients vs. 40 (9.3%) (P = 0.07) Conventional 
patients failed to have any further scheduled interrogations. When 



Adherence loss of scheduled follow-ups 
■ HM □ Conventional 
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Figure 3 Rates of failed calendar-based evaluations in remote- 
only vs. conventional care between 3 and 15 months, i.e. at 3, 6, 
and 9 months, and total [right — 146 of 2421 (6%) in Home Moni- 
toring vs. 145 of 1098 (13.2%) with conventional]. 



accounting for patient attrition due to death, withdrawal, and lost 
to follow-up, overall adherence to all five possible scheduled follow- 
up evaluations remained higherin HM (3759 of 4056, 92.7%) vs. Con- 
ventional (1648 of 1847, 89.2%) (P < 0.001). Moreover, 32% of 
follow-ups in HM vs. 29% in Conventional occurred within 7 days 
of the appointment (P = 0.028), and 54.0 vs. 50.3% (HM vs. Conven- 
tional) within 15 days (P = 0.012), i.e. punctuality was better main- 
tained by HM relative to the +30 day window of the assigned 
follow-up date. 

The two follow-up mechanisms were directly compared between 
3 and 15 month time points when scheduled evaluations were 
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exclusively in-person in Conventional and remote in HM for a full 1 
year. The incidence of failed scheduled follow-ups at 6, 9, and 12 
month time points in these respective study arms were 145 of 
1098 (13.2%) in Conventional contrasting with 146 of 2421 (6.0%) 
in HM (P < 0.001). Home Monitoring advantage was observed con- 
sistently at each individual time point (Figure 3). Thus, Conventional 
management was associated with more than two-fold greater loss 
of adherence, indicating that patient-dependent mechanisms were 
more prone to failure. 

HM-based follow-up method was examined further. Daily trans- 
mission success was high. Time to first transmission was median 1 
day after enrolment. Thereafter, overall success per patient was 
91% during a median follow-up of 434 days, and daily HM transmis- 
sions were received in 315 795 of a potential 363 450 days (87%). 
The reason for failure of scheduled remote checks was most often 
due to oversight from the following facility (Figure 4, top). When 
accounting for this, transmission loss as a cause for failed 6, 9, and 
12 month remote-only follow-ups (i.e. during the 1 year period 
when follow-up was completely dependent on technology reliability) 
was only 22 of 2275 (0.97%). Altogether, over the 15 months of the 
trial, 55 of 3759 (1.46%) of scheduled evaluations in HM were unsuc- 
cessful due to transmission loss. These occurred in 49 of 908 (5.4%) 



Reason Home Monitoring check not performed at 
scheduled follow-up 

■ All scheduled follow-ups 

□ Scheduled remote follow-up only (6, 9, and 12 month) 



w 1 



Home Monitoring 
not transmitting 



Other 



Oversight 



200 



150 



100- 



50 



Scheduled Home Monitoring evaluations 
that failed due to transmission loss 



m 



i 



Time from last HM transmission Time to next HM transmission 
to follow-up with no HM check after follow-up with no HM check 
due to "HM not transmitting" due to "HM not transmitting" 



Figure 4 (Top) Reasons for failed Home Monitoring checks 
during all vs. remote-only (6, 9, and 12 month) appointments. 
Clinic oversight was dominant. Transmission loss was infrequent, 
but when responsible for 'unsuccessful follow-up', (Bottom) last 
transmission available occurred a median of 36 days prior (left), 
and (right) after discovery corrected promptly (median 1 day). 



individuals, i.e. most losses occurred only once in any affected patient, 
in whom other scheduled transmissions remained successful. In 
these, last updated transmission occurred at a median time of 36 
days prior to 'failed' scheduled check, i.e. relatively recently 
refreshed data still remained available for assessment. Transmission 
was reinstated within a median interval of 1 day after discovery 
(Figure 4, bottom). 

In HM, trial design specified that remote evaluation be performed 
prior to yearly scheduled in-person visit. However, protocol devi- 
ation occurred in 97 of 1484 (6.5%) of 3 and 15 month visits 
because in-person visits failed. In all of these cases, the availability 
of automatically acquired up-to-date HM data permitted satisfactory 
remote-only evaluation, i.e. HM supported 100% of these scheduled 
evaluations. Notably, compulsory scheduled IPEs failed more often in 
Conventional (1 93 of 1 841 of 3, 6, 9, 1 2,+ 1 5 month time points, P < 
0.001, Figure 5). 

Discussion 

Here, we showed that automatic remote monitoring during 
extended periods more effectively and durably attained follow-up 
goals of punctual scheduled follow-up and patient retention com- 
pared with conventional methods. Patient-clinic linking improved. 
Technology reliability was excellent. These results support a pre- 
ferred follow-up strategy based on remote patient management 
but full capitalization on its advantages demands organization of re- 
ceiving facilities. 

Post-implant follow-up is a necessity in patients receiving CIEDs. 4 
The 2008 transatlantic consensus recommendations advocated a 
regular calendar-based system of follow-up, although its success 
with regard to adherence and the comparative efficacy of 'in-person 
or remote' methods were unknown at the time of publication. 4 CI ED 
implant also carries regulatory implications. In the USA, a legal 
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Figure 5 Failure rate of mandated in person follow-up was 6.5% 
(97 of 1484 of 3 and 15 month time points) in Home Monitoring 
contrasting with 10.5% (193 of 1841) in Conventional (3, 6, 9, 12, 
and 15 months), i.e. 62% greater in Conventional. 
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requirement exists for the registration and tracking of clinical devices 
(Safe Medical Devices Act of 1990, amended by the FDA Moderniza- 
tion Act of 1997). However, analysis of recent (2005-09) Medicare 
beneficiaries indicated significant shortfalls in prevailing practice — 
only 42% of patients were seen within 3 months and 22% not at all 
in a year post-CIED implant. 2 The TRUST trial was conducted 
during this identical time period and tested two methods of post- 
CIED implant follow-up, i.e. a system based on the traditional 
face-to-face evaluations at regular intervals vs. a remote patient man- 
agement strategy without scheduled IPEs over the extended time 
frame of 1 year. The current results demonstrate the positive 
effects of instituting either recommended follow-up schedule 
(success of patient evaluations at 3 months doubled and incidence 
of those remaining completely unevaluated more than halved), but 
when directly compared, the superiority of remote monitoring 
over conventional care. Potential barriers to implementation were 
also identified. 

The Conventional arm of the TRUST trial represents the first 
test of in-person scheduled follow-up according to recommenda- 
tions. Eighty-four per cent of patients were evaluated post-CIED 
implant for their first post-implant check. The proportion was 
identical in patients assigned to HM.This represents a 100% improve- 
ment over the contemporaneous standard of 42%. 2 This result is im- 
portant because several potential problems cluster in this early 
post-implant period and require direct I PE. For example symptomatic 
reactions to implantation (e.g. pacemaker syndrome, diaphragmatic 
pacing, and pocket infection), lead perforations, and imperfect 
wound healing. 4 Final pacing parameters are set at this time point 
and permit assessment of erratic threshold changes. However, 
in HM, 5.6% of 3-monthly checks were conducted remotely 
without the mandated IPE. The practice of relying on HM check 
only at this specific time point, though effective for conveying 
electrical parameters, should be discouraged since this first check 
demands in-person assessment. Overall, these results indicate the 
significant positive effects of imposing the recommended follow-up 
protocol. 

Results over the course of the trial were revealing. Despite the high 
adherence to the first post-implant 3 month visit and >90% adher- 
ence to at least one of four subsequent recommended evaluations, 
adherence to each and every recommended follow-up time point 
was not sustained, though better in HM. Less than one half of patients 
adhered to five of five mandated in-person checks with conventional 
follow-up (Figure 2). Adherence proportion was significantly 
improved by HM, and achieved with greater punctuality. These 
results indicate that a system of frequent periodic assessment is 
more successfully accomplished using remote management. The 
period of 1 year between the 3 and 15 month time points, when as- 
sessment was purely remote in HM and only in-person in Conven- 
tional, is instructive since adherence loss to specified follow-up 
protocol time points was more than two-fold higher with traditional 
follow-up system (Conventional 13.2 vs. HM 6.0%, P < 0.001). 

HM patients were more compliant with compulsory scheduled 
IPEs, i.e. remained more engaged with clinical services (Figure 5). 
This illustrates patient fatigue during frequent routine follow-up, 
lending itself to drop-out (according with other studies 6 ) but 
better loyalty to required IPEs if scheduled only yearly. 11 In compari- 
son, technology-based relay of routine data without any requirement 



for patient participation secured more durable follow-up and better 
preserved patient-clinic linking. This superiority of HM was largely 
due to improved patient retention compared with conventional 
care. However, when only those patients who remained in the trial 
were directly compared, adherence to recommended follow-up 
was still greater in HM. 

Sustained fidelity of a transmission system is essential when using it 
for extended monitoring without IPE. This was rigorously tested here 
in HM patients in whom follow-up for a whole year completely 
depended on technology, itself programmed to transmit daily. Tech- 
nology performance was excellent. A median of 91% of daily trans- 
missions were transmitted successfully (translating into more than 
27 of 30 possible updates per month), i.e. evaluations at appointed 
intervals could access up-to-date data reliably. This consistency, 
achieved without patient participation, permitted successful comple- 
tion of >99% of all scheduled evaluations during 12 consecutive 
months of remote patient management (Figure 4, bottom). Action 
taken in response to alert notifications for missed transmissions for 
>3 days may have contributed to the high level of maintenance of 
remote transmission. Sustained transmission lapses were isolated 
and observed, on average, only once/year in affected patients, with 
remaining HM checks successful in those same patients. Their recti- 
fication within 1 day ofdiscovery indicated thatthese were notdue to 
significant technology problems but more likely from set-up error 
and/or travel without accompanying transceiver. The 3 and 15 
month time points in this study are revealing, since they illustrate 
that when IPE failed, HM backed up consistently. This is because of 
robust delivery of refreshed data by HM, available for review even 
when patients failed to show. These are significant findings because 
transmission characteristics differ among available technologies yet 
few have been examined this closely in large clinical trials. Some 
attempt single periodic transmissions at 3 month intervals, i.e. four 
times per year. If vulnerable to high rates of transmission failure, 12 
this poses safety concerns making reliance on such a system inadvis- 
able for remote management during extended periods as tested here. 
Thus, it is vital that all versions of remote technologies be tested for 
operational performance prior to application in clinical practice. 

The current results show that when the traditional barrier of active 
patient participation for routine monitoring is removed by automatic 
mechanisms, and with the strength of technology performance 
demonstrated, follow-up lapses during remote management are gen- 
erated at the point of handling by receiving facilities. Although few, 
there is opportunity for improvement. Most failed HM evaluations 
resulted from device clinic oversight. Even when successful, punctu- 
ality was modest (but still better than traditional methods). These 
results, in this first trial with a first-generation wireless automatic 
technology in largely HM-naTve sites, though unanticipated, illustrate 
the necessity for structured workflow patterns in receiving facilities 
practising remote patient management. Efficient and punctual hand- 
ling may be aided by recent generation devices which trigger auto- 
matic notifications to review at appointed intervals (unavailable in 
TRUST), alerts for transmission discontinuation, and also website 
management improvements since trial completion. Clinic workflow 
routines may be pivotal. These enabled reliable data capture 
coupled to an astonishing manpower efficiency in HomeGuide. 13 
Critical elements were the universal adoption of a specific workflow 
programme with personnel and patients primed to process and 
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expectations, and use of HM. In contrast, troubleshooting remote 
systems susceptible to transmission failure, or issuing reminders 
(phone calls and/or mails) to patients with inductive remote technol- 
ogy systems, exacts a heavy service burden with only moderate 
success. 6 ' 12 ' 14 

The patient is integral to the success of remote management. The 
absence of patient participation (or awareness) in the HM transmis- 
sion process and reducing the frequency of routine non-actionable 
clinic attendance is important to patient and clinic alike. (All previous 
trials indicated that any reliance on patient participation erodes re- 
tention and compliance by ~50% per year with non-implantable 6 
or even in some implantable wireless remote technologies 12 .) 
However, maintenance of regular patient-clinic interaction during 
the remote follow-up was vital. 13 Patient reactions to remote man- 
agement were tracked in TRUST. No remotely managed patient 
crossed over duringthe trial and 98% retained this form of follow-up 
on trial conclusion. 15 Here, we show that remote management 
induced a behavioural change since patients became more loyal to 
mandated in-person assessment (i.e. they preferred to be seen 
when necessary), demonstrating increased patient engagement 
during follow-up (Figure 5). Patient satisfaction remains excellent 
with HM during chronic follow-up. 16 

In summary, the current results resolved a concern that a pro- 
longed (1 year) remote monitoring strategy accelerates patient attri- 
tion: indeed, an opposite effect was observed. Technology reliability 
was excellent, backing up unsuccessful in-person appointments due 
to patient non-compliance. Paradoxically, patient-clinic linking 
improved during remote management. In comparison, frequent 
'routine' IPE as a follow-up method promoted attrition. While 
remote monitoring has tended to be used adjunctively in current 
practice, our current findings, together with safety and clinic efficien- 
cies noted previously, support a preferred follow-up strategy based 
on remote patient management. 8 

Strengths and limitations 

The recommendations tested in this trial pertained to post-implant 
follow-up schedules. Their successful implementation correlated 
with survival gain. 3 A possible mechanism may be that improved ad- 
herence enables timely clinical intervention thereby improving the 
outcome. In this regard, the current report showing that HM 
better attains long-term follow-up adherence are significant. This 
factor, when coupled to the early problem discovery capability of 
some remote technologies, may underlie survival advantages 
reported with remote management in the ALTITUDE 17 and 
INTIME heart failure studies. 18 (Conversely, reliance on patient par- 
ticipation only, which wanes rapidly over prolonged time periods, has 
failed to influence the course of heart failure 6 .) The ability to provide 
this remote 'monitoring' function varies among current remote mon- 
itoring platforms and even when available is often disabled depending 
on operator preference. 4,5,7 Although not a follow-up objective 
stated in the 2008 guidelines (and not reported in this TRUST ana- 
lysis), this additional functionality merits prospective evaluation. 

The clear definition for the role of remote management in the 
practice model tested here, together with accompanying device 
clinic/manpower efficiencies, 13 may address outstanding questions 
regarding clinical application, and aid specific health-economical ana- 
lyses required for instituting reimbursement 5 The current results 



were achieved even with limited centre experience (most were 
HM-naTve at the time of enrolment) and >85% of patients were 
drawn from a community setting, reflecting national US practice pat- 
terns. These suggest that this innovative technology and practice may 
be adopted relatively easily in 'real-world practice' with due attention 
to clinic handling. However, attrition rates among enrolled patients, 
and their rate of missed follow-ups, were unexpectedly high in 
both conventionally and remotely managed patients (unrelated to 
distance from receiving facility), aligning with contemporary US prac- 
tice. 2 In Europe, a 17.4% attrition rate ('withdrawal, moving, lost to 
follow-up') over 27 months occurred under trial conditions. 19 
These observations point to a less-appreciated challenge in CIED 
patient management, common across health-care systems. Import- 
antly, the current results indicate that remote management alleviates 
this problem. Causes for residual losses (e.g. economical concerns) 
require further elucidation. 

In conclusion, this first test of consensus-based follow-up recom- 
mendations of CIED recipients demonstrated significant impact 
compared with prevailing practice. Furthermore, although stated 
scheduled follow-up could be 'in-person' or 'remote', we showed 
that automatic remote monitoring more effectively and durably 
attained follow-up goals. This forces a re-evaluation of the traditional 
gold standard built on IPE only. 
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We report the first-in-man combined percutaneous 
repair of a sinus venosus atrial septal defect 
(SVASD) with anomalous pulmonary venous 
return (APVR). 

A 65-year-old woman with increasing exertional 
dyspnoea was diagnosed by cardiac echocardiog- 
raphy with a 12 x 8 mm SVASD and APVR of the 
right upper pulmonary vein (RUPV) into the 
lateral wall of the superior vena cava (SVC). 
Qp:Qs was 2.7:1. The patient refused open heart 
surgery. 

The intervention was done under local anaesthe- 
sia and fluoroscopic guidance. A regular 0.035" 
guidewire, a 6 French (F) multipurpose catheter, 
and a 9 F TorqVue sheath (St Jude, Plymouth, MN, 
USA) were used to implant a 15 mm Amplatzer 
atrial septal defect (ASD) occluder (St Jude) into 
the SVASD, gauged at 8 x 9 mm with a 24 mm 
Amplatzer sizing balloon (St Jude) [Panel A, left: 
postero-anterior (PA), right: lateral (Lat) view]. The anomalous RUPV was documented with pulmonary (Panel 8; top) and direct dye injec- 
tions during temporary occlusion using the 24 mm sizing balloon (Panel 8; bottom). There were no symptoms and wash-out of the dye 
through collaterals was prompt. The anomalous RUPV was plugged with an 18 mm Amplatzer ventricular septal defect occluder of 
which the distal disk remained constrained like a blimp (Panel Q. The patient was discharged on clopidogrelfor 1 month and acetylsalicylic 
acid for 2 months the next day after transthoracic echocardiography and chest X-ray (Panel D). Dyspnoea disappeared immediately and 
transoesophageal echocardiography at 2 months showed no residual shunt at rest. Medical therapy was stopped. 
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